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Abstract 

Introduction. Electronic devices capable of collecting individual telemetry data have opened up prospects for 
preclinical detection of COVID-19 signs. Known solutions involve the analysis of information that is difficult to obtain 
at the moment. We are talking, specifically, about the blood condition or a PCR test. This significantly limits the 
possibility of integrating algorithms with wrist gadgets. At the same time, the cardiovascular system as an object of 
observation is quite informative, the data collection is well developed. The article describes the problem of detecting 
covid anomalies in rhythm strips. The work aims at creating a mathematical model based on machine learning 
algorithms to automate the process of detecting covid abnormalities in the heart rhythm. The possibility of integrating 
the results obtained with fitness bracelets and smart watches is shown. 

Materials and Methods. The work involved an open technology stack: Python, Scikit-learn, Lightgbm. When assessing 
the quality of models for binary classification, metric F'; was used. 229 cardiac rhythm strips (cardiointervalographies) 
of patients with COVID-19 were studied. The presence or absence of signs of an anomaly was determined taking into 
account the time of the rhythm strip and the intervals between heartbeats. Deviations that could indicate infection were 
shown graphically. Based on the exploratory analysis results, a list of signs indicating an anomaly was made. 

Results. As a result of the work done, a mathematical model was obtained that detected heart rate abnormalities specific 
to COVID-19 with an accuracy of 83 %. The basic features determining the predictive ability of the model were 
identified and ranked. They included the current value of the interval between heartbeats, the derivatives at the 
subsequent and previous points of measuring the duration of the heartbeat, the first derivative at the current point, and 
the deviation of the current value of the duration of the RR-interval from the median. The first indicator in this list was 
recognized as the most significant, the last — the least. For machine learning purposes, the potential of five algorithms 
was evaluated: IsolationForest, LGBMClassifier, RandomForestClassifier, ExtraTreesClassifier, SGDOneClassS VM. 
The normal and abnormal results of observations in isolation trees were visualized. A parameter was set that 
corresponded to the probability of regular observation outside the norm, and its value was selected — 0.11. Taking into 
account this indicator, a graph was constructed for the SGDOneClassSVM model. Based on the data set, using the 
cross-validation technique, the quality metric was calculated. The case in hand was a rhythm strip with a time series of 
observations taken in one continuous time interval from one person. A step-by-step process of obtaining averaged 
metric values for each model was described. In comparison, the highest indicator was recorded for the LGBMClassifier 
model, the lowest — for SGDOneClassSVM and IsolationForest. 

Discussion and Conclusions. The resulting mathematical model takes up little space in the memory of a mobile device, 
ie., it does not impose significant requirements on computing resources. The solution has an acceptable detection 
quality for pre clinical screening of COVID-19-related cardiovascular disorders. The algorithm detects anomalies in 
83 % of cases. Four minutes is enough to record a rhythm strip. The proposed scenario for using an integrated solution 
is concise and easy to implement. Widespread use of the development can contribute to the detection of COVID-19 at 
an early stage. 
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AHHOTalna 

Beedenue. QiexTpoHuHble yctTpolictBa, cimocoOuble coOupaTb aHHble MO TeseMeTpHH MHAMBUyyMa, OTKPbIIN 
TI€pCMeKTHBbI JOKIMHM4eECKOTO BbIABICHHA IWpH3HaKoB COVID-19. Vs3Bectubie pelieHua peanomararoT aHasn3 
MHOpMallHu, KOTOPYt0 CJIO2%HO NOJYYNTb B MOMEeHTe. Peusb ueT, HallpuMep, 0 cocTosHuN KpoBu uu IIL[P-tecte. Sto 
CYIeCTBeCHHO OrpaHH4nBaeT BO3MOXHOCTH MHTerpallMu asITOpUTMOB C HapydHbiIMu raspKeTamu. IIpu sToM cepye4Ho- 
cocyqHcTad cucTemMa Kak OObeKT HaOIOAeCHHA TOCTaTOUHO HH(POPMaTHBHA, CbeM JaHHBbIX Xopouio mpopabotau. B 
cTaTbe OlMcaHa 3ajjaua J[eTeKIMH KOBMHBIX aHOMAaJIMM B pHTMorpammax. Ilenb padoTbl — co3qaHHe MaTeMaTH4eckKol 
MOJleJIM Ha 6a3e arOpHTMOB MalUMHHOrO OOy4eHHA JIA ABTOMATH3AIHH TIpolecca BbIABIICHHA KOBHAHBIX aHOMAJINE B 
putTme cepgua. Hoka3aHa BO3MO%KHOCTb MHTerpallHu MOJYYCHHIX pe3yIbTaTOB c (uTHecc-OpacueTaMH WM YMHbIMU 
yqacaMu. 

Mamepuanoi u memoovi. B padote 3aqevicTBOBaIM OTKPbITbIM CcTeK TexHONOru: Python, Scikit-learn, Lightgbm. [pu 
olleHKe KayecTBa MOJeNei Td OuHapHOM Kiaccuukallun UcCOMb30BaIach MeTpuka F|. U3yaensr 229 purmorpamMM 
cepmia (KapqMouHTepBalorpadui) mamuentop c COVID-19. Hanwume unm otcyTcTBue pH3HaKOB aHOMaJIHu 
olpeyesaocb C yYeTOM BPpeMeHH PHTMOrpaMMBI HM HHTepBaIOB MexKTy cepaieOueHuamu. Ipadwuecku noKka3aHbl 
OTKJIOHCHHA, KOTOPhIe MOTYT CBU JeTeIbCTBOBATb O 3apaxKeHHH. Ilo uToraM pa3BeO4HOTO aHaiHM3a coOpaH MepeyeHb 
IIPH3HAKOB, YKa3bIBarOIlHx Ha AHOMAJIMIO. 

Pezyivmamol ucciedosanua. B pe3yibTate WposewaHHo padoTEI NWollyuyeHa MaTeMaTHYecKad MOJesIb, KOTOpat 
WeTeKTupyet cnemwu@uyupie pzua COVID-19 aHomManuu cepfeaHoro puTMa c TouHocTbIO 83%. BplaBieHbl u 
PaHKUpPOBaHb! OCHOBHEIe IIPH3HAaKH, OlpeseAIOMHe MPOrHOCTHYeCKyt0 CIHOCOOHOCTh MOA eM. ITO TeKylilee 3HadeHHe 
WHTepBalla MeKLY yapaMu cepa, Mpov3BOAHbIe B TocHenywmeit U Mpesbiqyujei TouKax M3MepeHHA 
MIpOAOMKUTeIbHOCTH cepAlleOveHHA, TepBad MNpOM3BOTHAaA B TeKyleH TOUKe HU OTKIOHEHMe OT Me{HaHbI TeKyllero 
3HayeHHA YMTembHOcTH RR-vunTepBasa. IlepBeli oKa3aTeib B 9TOM TepedHe pH3HaH HavOoee 3HaYHMBIM, 
TocueqHuii — HaMMeHee. Jia Weneli MallIMHHOrTO OOyyeHHA OeHHBaICA TOTeHWMal MATH asIrOpHTMOB: 
IsolationForest, LGBMClassifier, RandomForestClassifier, ExtraTreesClassifier, SGDOneClassS VM. 
Bu3yalv3HpoBaHbl HOPMAaJIbHbIc HW AHOMAJIBHbIC pe3yiIbTaTbI HaOMFONCHHM B W30JMpyIOUIMx WepeBbax. YcTaHOBJIeH 
HapaMeTp, KOTOPHIM COOTBETCTBYeT BCPOATHOCTH peryAPHOTO HaOIOAeHHA 3a MpeyeaMH HOPMBI, HW BbIOpaHO ero 
3HaueHHe — 0,11. C yueTom waHHoro oKa3aTesa WOcTpoeH rpaduk wa Mogemu SGDOneClassSVM. Ho Habopy 
TaHHbIx C IpHMeHeHHeM TeXHHKH TepekpecTHoH IpoBepKU paccuuTaHa MeTpHkKa KayecTBa. Peub ueT O pPHTMOrpamMMe 
C BPCMeHHBIM pAOM HaOJIOAeCHHH, CHATHIX 3a OHH HelipepbiBHbIi MHTepBasl BPeMeHU y OFHOrO YesOBeKa. OnucaH 
MOWAaroBbI Mmpowecc MowyYeHuA ycpeHeHHBIX 3HadYeHu MeTPHKU WIA KaxoOM Moyen. IIpu cpaBHenuu cambiii 
BbICOKHH WOKa3aTeIb 3a=~uKcHpoBaH y MogemH LGBMClassifier, Haumenbumme — y SGDOneClassSVM u 
IsolationForest. 

O@6cystcoenue u 3akro4yvenua. TlonyaeHHad MaTeMaTHYeCcKad MOJ[elIb 3AHMMaeCT MaJIO MeCTa B TlaMATH MOOMJIBHOTO 
yCTpolicTBa, TO eCTb He MIpebABACT 3HAYMMBIX TpeOOBaHH K BEIYHCIMTeIbHbIM pecypcaM. PerieHwe oOmaqaeT 
TIPHeMJICMbIM KaYeCTBOM J[eTeKIMU JIA MOKIMHMYeCKOTO CKPHHHHTa cBA3aHHbIX C COVID-19 cepyeuno-cocyqucTBIXx 
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Hapymenuii. AnropHTM oOHapy2KHBaeT aHOMaJINH B 83 % crry4daes. [Ia 3almlMCH PHTMOrpaMMBI JOCTaTOUHO 4 MHHYT. 
IIpeqmaraempli cleHapuii MCHONb30BaHHA MHTerPHpOBaHHOTO pellieHHA JIaKOHMYeH HM JlerKo peamu3yem. LIupoxoe 
MCIOIb30BaHHEe pa3xpaOOTKH MO2XKeT CIOCOOCTBOBATS BbIABICHHIO COVID-19 Ha paHHeli cTaqun. 


Ksoyespre copa: COVID-19, mpw4unHbl cMepTH KOBHJ-MOOXKMTCIbHBIX WalMeHTOB, OCJIOXKHeEHHA B padoTe 
cepeuHo-cocyyuctoli cuctembl, III[P-rect, 1oKmmHMueCKH KOHTPOsIb Cepe4HO-COCyAMCTOM CHCTeMbI, BCTPOeCHHbIe 
WaTYHKH UYacTOTbI Tybca, puTMorpammMa, RR-nuTepBas, 9eKTpOKapqMorpaMMa cepa, aHOMaJIbHOe 110 
MIpOAOMMKUTeIBHOCTH cepyeOueHHe, cepauleOveHHe C aHOMAJIbHbIM PHTMOM, MallIMHHOe OOyyeHHe, aJIropHT™M 
LGBMClassifier. 


Baarogapnoctu. ABTopbl BbIpaxaloT OaroqapHOCTb PYyKOBOJCTBY HM MOsepaTopaM OTKpPbITOrO BCepocculicKoro 
copeBHOBaHHaA TpodeccnouasoB B ctbepe WHMppoBolt 9KoHOMUKH «LInpoBol NpopLlB» 3a MpeqocTaBJIeHHbIe TaHHbIe 
IIA UCCIeOBaHHA. 


Aaa wuTupospannsa. Mexos M.C., Ko3suyun B.O., Kayep 10.]]. Mogens MauimHHoro oOyyeHna Aid OOHapyxKeHHA 
COVID-19 ua paHHei craquu no aHoMasMaM B puTMe cepyua. Advanced Engineering Research (Rostov-on-Don). 
2023;23(1):66—75. https://doi.org/10.23947/2687-1653-2023-23-1-66-75, 


Introduction. Investigation of the impact of COVID-19 on humans remains a challenge. Thus, in 2021—2022, more 
than 16,000 scientific papers were published on this topic. One of the main causes of death of covid-positive patients 
was complications in the cardiovascular system (hereinafter referred to as CVS) caused by exposure to coronavirus [1]. 
Two methods are mainly used for preclinical diagnosis of COVID-19: biochemical method based on polymerase chain 
reaction (PCR test) and blood analysis. Contacts with medical staff needed in this case (including visits to medical 
institutions) complicate regular operational control and increase the burden on the healthcare system. Thus, it seems 
relevant to use modern technologies of preclinical control of CVS for early detection of COVID-19 signs. 

Wearable electronic devices can provide regular monitoring. The most common of them are fitness bracelets and 
smart watches with built-in heart rate sensors and the ability to perform measurements with high discreteness [2]. This 
approach opens up opportunities for analyzing data flows based on machine learning’ [3]. 

The presented study aims at creating a trainable model capable of detecting covid anomalies based only on data on 
heart rhythm. A number of papers [4-6] consider similar problems, but the solutions are based on additional 
information about the state of the blood and other characteristics”. This significantly limits the possibilities of their 
integration with wearable devices, because at the moment, it is impossible to enter the results of a blood test or a smear 
for a PCR test into the model. The novelty of the proposed solution is in the fact that only heart rate data is used, which 
can be taken with a high frequency in a way convenient for a person and interpret the indicators in real time. 

Materials and Methods 

Data characteristics. 229 impersonal rhythm strips (cardiointervalographies) of patients with COVID-19 were used 
in the research. The information was obtained in 2021 as part of the open All-Russian competition “Digital 
Breakthrough” for professionals in the digital economy. A data fragment is presented in Table 1. 


Table | 
A fragment of the data set 
Number of Time RR interval between heartbeats Sign of covid 
rhythm strip in milliseconds in milliseconds anomaly* 
81 0 576 0 
81 568 568 0 
81 1,140 572 0 
176 44,332 568 0 
176 44,968 636 1 
176 45,596 628 0 
*0 — no anomaly, | - there is an anomaly. 


Figure 1 shows the relationship of the rhythm strip (RR interval) and the electrocardiogram of the heart (ECG). 


' Permyakov SA, et al. Ehndogennye anomalii kardioritma u patsientov s COVID-19. In: Proc. VII All-Russian Conf. “Nelineinaya dinamika v 
kognitivnykh issledovaniyakh — 2021”. Nizhny Novgorod: Institute of Applied Physics of RAS; 2021. P. 109-110. (In Russ.) 

> Diagnosis of COVID-19 and Its Clinical Spectrum. Kaggle Inc. URL: https://www.kaggle.com/datasets/einsteindata4u/covidl19 (accessed: 
10.09.2022). 
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Fig. 1. Comparison of electrocardiogram and heart rhythm strip: horizontal axis shows the time in seconds, 
vertical axis for the ECG — microvolts 


In all rhythm strips from this set, there are marked abnormal areas. In Figure 2, abnormal areas are highlighted with 
a red dotted line. The x-axis shows the duration of one measurement of the rhythm strip in milliseconds, the y-axis — 
the interval between adjacent heartbeats in milliseconds. 
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Fig. 2. Chart of rhythm strip No. 69: abnormal areas are highlighted with red dotted lines, 
abnormal points — with black bullet points 


Each rhythm strip is presented by its own identifier. The duration of rhythm strips in the studied data set is different: 
4 minutes on average, 31 minutes maximum. Each measurement inside one rhythm strip has a timestamp in 
milliseconds from the start of recording. The duration of the RR interval is also presented in milliseconds. Each specific 
value in the rhythm strip allows us to talk about the signs of an anomaly (0 — no, | — there is). 2.53 % of observations 
are marked with number 1. Thus, the data set has a strong class imbalance, which is typical for anomaly detection tasks. 

In the data markup, there are various approaches to the allocation of abnormal areas. Groups of points in the vicinity 
of a characteristic peak and fall in the duration of the heart rhythm were distinguished as abnormal: 3rd, 4th, 6th 
measurements (Fig. 2). Not always the number of points in the neighborhood is marked the same — there may be a 
different number of abnormal points to the left and right of the peak. Moreover, rhythm strips with noisy indications 
were detected. This was the case when the connection with the gadget was lost, and measurements were taken when 
installing or removing the device. Sixteen rhythm strips with incorrect data had to be excluded from consideration, and 
the markup was redone: 

— only one point stands out in the anomalous section, characterizing the anomalous fragment; 

— abnormal points are indicated by black bullets (Fig. 2). 

Feature extraction. In its pure form, only one signal was presented — the value of intervals between heartbeats. 
Therefore, to refine the model, additional features were prepared based on the available signal: deviation from the 
median value and derivatives in neighboring rhythm measurements. This list of features was selected after an 
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exploratory data analysis and visual identification of the pattern in places corresponding to abnormal areas. In Figure 2, 
they were marked with a red dotted line. 

Research Results 

Metric for evaluating the quality of anomaly detection. To assess the quality of the model in the binary 
classification problem, due to the imbalance of classes, metric F, [7] (1) was used. It provided evaluating how well a 
constructed model detected a rare class. In that context, a rare class referred to abnormal heartbeats in duration — 


heartbeats with an abnormal rhythm: 
accuracyx completeness 


F, =2x Geen erica” (1) 
Here: 

— accuracy — the proportion of abnormal heartbeats correctly detected by the model from the total number of 
heartbeats that the model identified as abnormal; 

— completeness (or in other words, sensitivity) — the proportion of heartbeats that the model correctly detected as 
abnormal from the total number of abnormal heartbeats in the entire data set. 

Machine learning algorithms. As part of the study, five machine learning algorithms described below were 
applied. 

1. IsolationForest — an algorithm with uncontrolled self-learning based on extremely randomized decision trees [8]. 

2. Light Gradient Boosting Machine Classifier (LGBMClassifier) — an algorithm for gradient boosting over 
decision trees [9]. To increase the operation speed, two techniques were used: Gradient-based One-Side Sampling and 
Exclusive Feature Bundling’. 

3. RandomForestClassifier is based on decision trees and implements multiple selection of a random subset of 
features. They are used to build simpler estimators — decision trees. The results are aggregated to obtain a final 
prediction [10]. 

4. ExtraTreesClassifier is similar to RandomForestClassifier, however, it additionally implements a random 
selection of the boundary along which nodes branch in decision trees [11]. 

5. SGDOneClassSVM* — a linear version of One-Class Support Vector Machine using Stochastic Gradient 
Descent. 

IsolationForest and SGDOneClassSVM were chosen due to their wide use in anomaly detection tasks [12, 13]. 
LGBMClassifier, RandomForestClassifier and ExtraTreesClassifier perform well enough in different tasks, therefore, 
they were also used to compare the results [12, 13]. 

The specific feature of the IsolationForest and SGDOneClassSVM algorithms is that they do not require a clear 
marking of anomalous observations at the input, while it is mandatory for the rest of the algorithms used in the study. 

IsolationForest is based on the assumption that when constructing isolating trees, abnormal observations can be 
isolated (separated) in fewer operations than normal observation instances. For each observation, the algorithm 


calculates the anomaly score by the formula: 
_E(a@)) 
s(xn)=2 @™, (2) 


where h(x) — number of edges up to instance x in each isolating decision tree; FE (h(x)) — average value h(x) on the 


entire set of isolating trees; c(n) — normalizing constant for a data set of size n (3). 
c(n) = 2H(m- 1) ~ 3) 
H(k) = In(k) + ¥. (4) 
In equation (4) y — Euler’s constant equal to 0.57721... 
If observation x has an anomaly estimation value s, close to 1, then it is considered anomalous. If s is close to 0.5, 
then the observation has no obvious signs of an anomaly. If s is close to 0, then the observation can be considered 


normal (Fig. 3). 


> LightGBM: A Highly Efficient Gradient Boosting Decision Tree. www.microsoft.com URL: https:/Avww.microsoft.com/en-us/research/wp- 
content/uploads/2017/1 1/lightgbm.pdf (accessed: 10.09.2022). 
“ Online One-Class SVM. Scikit-learn developers (BSD License). scikit-learn.org URL: https://scikit-learn.org/stable/modules/sgd.html#online-one- 


class-svm (accessed: 10.09.2022). 
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Fig. 3. Normal and anomalous observations in isolating trees (the authors’ figure) 


SGDOneClassSVM is based on the opposite approach to IsolationForest. The algorithm determines the boundaries 
of normal observations and compares all new observations to the boundaries of this norm to identify an anomaly. 


Feature Significance. An assessment of the degree of impact of features on the predictive ability of the model is 


- 


shown in Figure 4. 
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Fig. 4. Feature significance diagram: x — current value of the interval; next_diff — derivative at the next point of measuring the 
heartbeat duration; prev_diff — derivative at the previous point of measuring the heartbeat duration; diff — the first derivative at the 
current point; median_deviation — deviation of the current value of the RR interval duration from the median 

To calculate the numerical significance estimate, a mechanism built into LGBMClassifier was used, which returns 
an array of numerical estimates for each feature via the feature_importances_ property of the trained model. 
Significance in models based on gradient boosting over decision trees is usually calculated on the Gini-impurity 
Index? [14], used in the process of determining the branching points when training the model: 

Gini(d) = 1- YEP}. (5) 
Here, d — a set of observations that match the conditions at the considered branching point, d € D; k — number of 
classes presented in the entire training dataset D; p; — probability of observations belonging to class i at the considered 
branching point of the decision tree. 

The following features were the most significant: the current value of interval (x), the derivative at the next 
(next_diff) and previous (prev_diff) points of measuring the heartbeat duration (Fig. 4). A complete list of the features 


used is given in Table 2. 


° Karabiber F. Gini Impurity. learndatasci.com URL: https://www.learndatasci.com/glossary/gini-impurity/ (accessed: 10.09.2022). 
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Table 2 
List of features used 
No. Feature Description 

1 x RR interval at the current measuring point 
2 next_diff First derivative at the next point 
3 prev_diff First derivative at the previous point 
4 diff First derivative at the current point 
Be - aeatandemahoa pos of ne current value of ae RR interval duration from 

the median within one rhythm strip 


Comparison of models. For effectiveness of SGDOneClassSVMmodel, it is important to select parameter nu, 
which corresponds to the probability of detecting regular observation outside the norm. In other words, nu determines 
the upper bound of the error rate when training the model, and the lower bound of the support vector fraction®. To 
select nu taking into account the available data nature, the quality metric was additionally assessed at different values of 


the specified parameter (Fig. 5). As a result, nu equal to 0.11 was selected. 
F,, units 


0.08 | 
0.06 | 


0.04 | 


0.02 | 


0.00 | 
0.00 0.05 0.10 0.15 0.20 0.25 0.30 nu parameter, units 


Fig. 5. Estimate of parameter nu (on the horizontal axis) for SGDOneClassSVM model. 
On the vertical axis — values of metric F, 


To calculate the quality metric on various models, the entire data set was used through the cross-validation 
technique. Within one rhythm strip, we had a time series of observations taken in one continuous period of time from 
one person, therefore, they should be considered as dependent [15]. The following strategy was used to divide the data 
into training and test sets. The selected data set consisted of 213 rhythm strips marked with a unique identifier (id). This 
made it possible to allocate rhythm strips for training and testing models. A set of rhythm strips for the test could be 
randomly selected by identifiers. The approach used in the presented work is described below. 

I. Five actions were performed in the data partitioning cycle. 

1. The initial number for generating pseudo-random numbers was fixed (seed) —np.random.seed(fold), where fold 
— number of the current data partition. 

2.42 random integer values were generated in the range from 1 to 213. This was how we got random numbers of 
rhythm strip identifiers for the test data set. 

3. The numbers of rhythm strip identifiers that remained after the selection of identifiers for the test were entered in 
a separate list. They were used for a training set. 

4. Models were trained on rhythm strips from the training set, and prediction quality metrics were evaluated on 
rhythm strips from the test set. 

5. The quality metric value was recorded for each model calculated on the test set of rhythm strips at the current data 


split. 


° SGDOneClassS VM documentation. Scikit-learn developers (BSD License). scikit-learn.org URL: https://scikit- 
learn.org/stable/modules/generated/sklearn.linear_model.SGDOneClassS VM.html#sklearn.linear_model.SGDOneClassS VM (accessed: 10.09.2022). 
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II. Steps 1-5 were repeated for each data split number. 
Il. The obtained values of the quality metric were averaged for each of the models. 


A comparative assessment of the average prediction quality metric for each model is given in Table 3. 


Table 3 
Evaluation of quality metric Fy 
Model Metric F,* 
LGBMClassifier 0.8328 
RandomForestClassifier 0.7638 
ExtraTreesClassifier 0.7369 
SGDOneClassSVM 0.0169 
IsolationForest < le-4 
* Average value for the selected cross-validation 
strategy on five partitions. 


Discussion and Conclusions. A mathematical model for detecting anomalies in the heart rhythm with an accuracy 
of 83 % has been developed. According to quality metric F), the model based on LGBMClassifier algorithm turned out 
to be the best. IsolationForest and SGDOneClassS VM showed weak results on current data. 

The proposed model can be implemented as a component of the software part of wearable personal smart devices. 
The proposed scenario for using the solution is as follows: 

— the recording of the rhythm strip is activated on a personal wearable device through the user interface; 

— upon completion, the record is submitted to the developed model for analysis; 

— based on the results of data analysis, the mathematical model issues a notification about the presence or absence of 
anomalies on the screen of the wearable device. 

Note that an average of 4 minutes is probably enough to record one rhythm strip. During this time, it is possible to 
detect covid anomalies in the heart rhythm. 

The model occupies 493 kilobytes in the memory of the wearable device, which is quite suitable for practical use. 
The solution relies only on information about the heart rate and does not involve factors inaccessible to mobile personal 
gadgets. 

Improving the accuracy of anomaly detection involves additional research. They should focus on the development of 
unique features that are detected by the initial heart rate signal. However, the current solution already makes it possible 
to quickly and easily assess the probability of COVID-19 at an early stage. This, along with the implementation of 
medical recommendations, can further contribute to reducing the risk of mortality from the negative impact of 


coronavirus infection on the cardiovascular system. 
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